[Problems encountered during intensive routine scale performace of paper T4 and TSH radioimmunoassays (author's transl)].
High sensitivity attained in radioimmunoassays explains the important role played by specialized laboratories as screening partners for early neonatal hypothyroidism detection. In this paper, the author tries to point out optimal technical conditions to be followed while performing at routine scale T4 and TSH paper immunoassays choice of filter paper, blood collection and storage, assay, quality control, assay mecanization, computer calculation of results).